Sample Results: VAR

Abundance Scan 1475 (11.505 min): A232720.D\data.ms (-1465) (-) #62
95 132 trichloroethene
Concen: 0.42 ug/L
RT: 11.500 min Scan# 1474
Ref 50 Delta R.T. -0.006 min
Lab File: A233049.D
Acqg: 18 May 2017 2:35 am
O.
miz-> 30 40 50 60 70 80 90 100 110 120 130 140 Tgt fon#: 95 Resp: 834
Abundance Scan 1474 (11.500 min): A233049.D\data.ms gg 1123810 Lower Upper
130 63.4 6657 1. 126%T#
05 - 132" 192;6 " 166511265
Raw 5p
Abundance
‘ 500
(| S e e 400
m/z--> 30 40 50 60 70 BO 90 100 110 120 130 140
Abundance Scan 1474 (11.500 min): A233049.D\data.ms (-1375) (-)
95 132 300
60 200
Sub 50
100
0 40 0
T T T T e T e —
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 Time--> 11.50 11.55
Abundance Scan 1878 (13.613 min): A232720.D\data.ms (-1868) (-) #81
tetrachloroethene
Concen: 0.35 ug/L
RT: 13.618 min Scan# 1879
Ref 50 Delta R.T. 0.005 min
Lab File: A233049.D
Acqg: 18 May 2017 2:35 am
0.
miz--> 40 60 80 100 120 140 160 Tgt Ion:166 Resp: 750
Abundance Scan 1879 (13.618 min): A233049.D\data.ms igfsl ?gglo Lower Upper
410 164 10:5 108.13
129 89.8 102.8
Raw s5p 131 166 131 99v'5 100.9
| | Abundance
1 ‘ 59 96 | I,
| ’ | ‘ ; 500
0 ‘ i I | i
T e B SR TSRO
m/z--> 40 60 80 100 120 140 160 400
Abundance Scan 1879 (13.618 min): A233049.D\data.ms (-1757) (-)
131 166 300
Sub 96 200
59
100
e e e e O—pes o =
m/z--> 40 60 80 100 120 140 160 Time--> 13.60 13.65

A233049.D MA8806.m Thu May 18 12:06:41 2017 Page 4
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Sample Results: LVERIEIED)

Abundance Scan 2265 (15.637 min): A232720.D\data.ms (-2255) (-) #96
105 isopropylbenzene
Concen: 0.24 ug/L
RT: 15.637 min Scan# 2265
Ref 50 Delta R.T. -0.000 min
120 Lab File: A233049.D
77 Acg: 18 May 2017 2:35 am
0 319. 1||1 |63 - IIIl ?11 98 i l - . . 5
Ve VA NIYLE T EVRRGEY A LRI A T U % ) RS R ¥ s
miz-> 30 40 50 60 70 80 90 100 110 120 Tgt Ion:105 Resp: 2198
Abundance Scan 2265 (15.637 min): A233049.D\data.ms Ion Ratio Lower Upper
40 105 105 100
| 120 18.2 7.4 47 .4
73 16.0 0.0 35.4
Raw g5p
} Abundance
| | TNy 120
B S O e it |
) IR T S A i T TS | RE RS S O BURLT M RGKRR" 3 P ARG FATME R T BT 1000
m/z--> 30 40 50 60 70 80 90 100 110 120
Abundance Scan 2265 (15.637 min): A233049.D\data.ms (-2169) (-)
105
: o
500 =
©
Sub 50
40 77 91 120
c""'I""""I""I""l"" W O i) TR R ™ 0 ;I;" : T BT §
m/z--> 30..40. .80 .60 «70 80 90 100 110 120 Time--> 15.60 15.65
Abundance Scan 2353 (16.098 min): A232720.D\data.ms (-2342) (-) #104
g1 n-propylbenzene
Concen: 0.38 ug/L
RT: 16.092 min Scan# 2352
Ref 50 Delta R.T. -0.006 min
120 Lab File: A233049.D
65 Acg: 18 May 2017  2:35 am
ARG .. 05 iy Lol
l""l""l """" S ol Vil LT R B Ty e i RS SR |
miz—> 30 40 50 60 70 80 90 100 110 120 Tgt Ion: 91 Resp: 4030
Abundance Scan 2352 (16.092 min): A233049.D\data.ms Ion Ratio Lower Upper
91 91 100
120 20.2 0.0 54.4
105 0.0 0.0 33.9
Raw 5p
450 Abundance
120
| 51 65 77
G""I"i"ll""I""'["'\ """ SR NS BT TR B I 2000
m/z--> 30 405" 50 . 60> 70 80 90 100 110 120
Abundance Scan 2352 (16.092 min): A233049.D\data.ms (-2208) (-) 1500
g1
|
} 1000
Sub 50
500
120
43 51 65 77 5 i A x
cI‘''’I"''l""]""'l""'l""l""I'"'I" 0 R
m/z--> 30 40 50 60 70 80 90 100 110 120 Time--> 16.056 16.10 16.15
A233049.D MAB8806.m Thu May 18 12:06:41 2017 Page 5
ACCUTEST
A233049.D: JC43355-7 HSSER-RAMWO03-051017 page 5 of 6 JC43355




Sample Results: ER.VERIEIRY

Abundance Scan 2385 (16.265 min): A232720.D\dag:.ms (-2375) (-)
105

120
Ref 50 91
39. - 51\, 85
Oy I.I.L"I‘%I,ll I5;8| gl‘l”[ + ]IIIY” ||}H9'8I ‘13!'1?'2'.'Ill' ']'%18””
m/z--> 30 40 50 60 70 80 90 100 110 120 130

Abundance Scan 2385 (16.264 min): A233049.D\data.ms
105
Raw 50 1$0
77 9 \
cm,,..‘ \ WL R
m/z--> 30 40 50 60 70 80 90 100 110 120 130

Abundance Scan 2385 (16.264 min): A233049.D\data.ms (-2238) (-)
105

Sub 120

50

¥ 51 63 AR i e

ok it il e

m/z--> 30 40 50 60 70 80 90 100 110 120 130

Abundance Scan 2469 (16.704 min): A232720.D\data.ms (-2454) (-)
105

Ref 50 120

77 91
- o 63 ||| l”‘9‘8|||,| .

Oty 1
m/z-—-> 30 40 50 60 70 80 90 100 110 120

Abundance Scan 2469 (16.704 min): A233049.D\data.ms
105
Raw sgp 120
1
4|4 51 5g 65 7,7t 9‘ ”
G.,..,Jl....;*,‘ ..,.‘ylv.,wrrL,un]nu].l"ir.,”.“. T
m/z--> 30 40 50 60 70 80 90 100 110 120

Abundance Scan 2469 (16.704 min): A233049.D\data.ms (-2318) (-)
105
Sub
50 120
30 51 59 65 e 9‘1 |
Oyt R R REa R
m/z--> 30 40 50 60 70 80 90 100 110 120

A233049.D MA8806.m

A233049.D: JC43355-7 HSSER-RAMWO03-051017 page 6 of 6

Thu May 18 12:06:41 2017

#107
1,3,5-trimethylbenzene
Concen: 0.80 ug/L
RT: 16.264 min Scan# 2385
Delta R.T. -0.001 min
Lab File: A233049.D
Acqg: 18 May 2017 2:35 am
Tgt Ion:105 Resp: 6304
Ion Ratio Lower Upper
105 3100
120 519 21.7 81.7
119 1276 0.0 42.8
Abundance
3000
2000
1000
0 =—y—r v‘| = T ey
Time--> 16.20 16.25 16 30
#109
1,2,4-trimethylbenzene
Concen: 2.02 ug/L
RT: 16.704 min Scan# 2469
Delta R.T. -0.000 min
Lab File: A233049.D
Acg: 18 May 2017 2:35 am
Tgt Ion:105 Resp: 15554
Ion Ratio Lower Upper
105 100
120 39.5 18.3 78.3
119 10.6 0410 42.3
Abundance
8000
6000
4000
2000
IR e
Time--> 16.65 16.70 16.75
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Sample Results: ERLVERIEZR

Data Path
Data File
Acqg On
Operator
Sample
Misc

ALS Vial

Quant Time:

Quant Method

Quant Title
QLast Update
Response via

Quanti
C:\msdchem\1l\data\A\va8
: A233044.D
18 May 2017 12:07 am
Gabriela
jc43355-8
MS16089,VA8820,5,,,,1

32 Sample Multiplier:

May 18.-11:56:5% 2017
C:\MSDCHEM\1\METHODS
SW 846 8260C DB624
: Wed May 10 09:10:51
Initial Calibration

tation Report (QT Reviewed)

819-8820\

Compound
Internal Standards
1) Tert Butyl Alcohol-d9 T
5) pentafluorobenzene 10.
52) 1,4-difluorobenzene 2 o
74) chlorobenzene-d5 14.
98) 1,4-dichlorobenzene-d4 175

System Moni

44) dibromofluoromethane (s) 10.
Spiked Amount

toring Compounds

50.000 Range

53) 1,2-dichloroethane-d4 (s) 10.
Spiked Amount 50.000 Range
75) toluene-d8 (s) 12%
Spiked Amount 50.000 Range
99) 4-bromofluorobenzene (s) 15,
Spiked Amount 50.000 Range
Target Compounds
31) 1,1-dichloroethane 8.
47) 1,1,1-trichloroethane 10.
62) trichloroethene 11
81) tetrachloroethene 13%
(#) = qualifier out of range (m) =

MA8806.m Thu May 18 12:06:26 2017

Js
\MA8806.m
60m x 0.25mm x 1.4um
2017
R.T. QIon Response Conc Units Dev (Min)
837 65 388056 500.00 ug/L 0.00
211 1168 198782 50.00 ug/L 0.00
15373114 314751 50.00 ug/L 0.00
563 el 1LY 284673 50.00 ug/L 0.00
15741152 153482 50.00 ug/L 0.00
232313 112421 53.61 ug/L 0.00
76 -:120 Recovery = 107.22%
672 65 131075 50.28 ug/L 0.00
73 =%122 Recovery = 100.56%
895 98 369477 50.97 ug/L 0.00
84 - 119 Recovery =101, 94%
844 95 125650 48.13 ug/L 0.00
78 =117 Recovery = 96.26%
Qvalue
888 63 6246 1.46 ug/L 96
324 97 5110 1.22 ug/L 92
498 95 796 0.39 ug/L # 67
616 166 4205 1.93 ug/L 85
manual integration (+) = signals summed

A233044.D: JC43355-8 HSSER-RAMWO02-051017 page 1 of 4
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Sample Results: [VEKIETAS]
Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1l\data\A\vag8819-8820\
Data File : A233044.D

Acg On : 18 May 2017 12:07 am
Operator : Gabriela

Sample : jc43355-8

Misc : MS16089,VA8820,5,,,,1

ALS Vial : 32 Sample Multiplier: 1

Quant Time: May 18 11:56:59 2017

Quant Method : C:\MSDCHEM\1\METHODS\MA8806.m

Quant Title : SW 846 8260C DB624 60m x 0.25mm x 1.4um

QLast Update : Wed May 10 09:10:51 2017

Response via : Initial Calibration

Abundance TIC: A233044.D\data.ms
660000
640000

620000

.ﬂ
-
s
o

600000

580000

toluene-d8 (s).S
44

560000

zene-d5,|

540000
520000
500000

(s).S

480000
460000
440000
420000

1,4-difluorobenzene, |
4b

400000

380000
360000
340000
320000
300000
280000

d4 (s),S

260000

240000

220000

1,2-dicl

200000
180000

160000

Tert Butyl Alcohol-d9,!

140000
120000

100000
80000
60000

1,1-dichloroethane,M
tetrachloroethene,M

40000

trichloroethene,M

20000

—
=

S| P ‘
S L L T L A,

O e e e =

: AR T SR TS
Time--> 4.00 5.00 6.00 7.{)0 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00
MA8806.m Thu May 18 12:06:26 2017 Page: 2
91 of 181
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Sample Results: EVERILEEN

Abundance  Scan 975 (8.890 min): A232720.D\data.ms (-963) (-) #31
1,1-dichloroethane
8 Concen: 1.46 ug/L
RT: 8.888 min Scan# 975
Ref 50 Delta R.T. -0.002 min
Lab File: A233044.D
87 Acqg: 18 May 2017 12:07 am
0 37 111 49 57,,1|69 78 | 98
g R e W A [ TR B VL S A R L AR . "
miz—-> 3 40 50 60 70 8 90 100 Igt dens 63 Respi 6245
Abundance Scan 975 (8.888 min): A233044.D\data.ms Ion Ratio Lower Upper
63 63 100
65 " 302 T A - %
83 17.2 0.0 4253
Raw 50 40
Abundance
83 2500
flod 11 J |
0"I""I""l""]""l""l'"'l""l""l
m/z--> 30, 40, 50,60 . 70 80 _ 90 . 100 2000
Abundance Scan 975 (8.888 min): A233044.D\data.ms (-880) (-)
63 1500 e
—
1000 —
=)
Sub 50
500
35 ‘ 83
O"I""I""I""l"""I""l""’l""l""l R LGOI 4 AR IR 3BT L M |
miz--> 30" .. 40 607, 60 - U70. .80 490 .: 100 Time-> 8.80 885 890 8.95
Abundance Scan 1249 (10.323 min): A232720.D\data.ms (-1237) (-) #47
97 1,1,1-trichloroethane
Concen: 1.22 ug/L
RT: 10.321 min Scan# 1249
Ref 50 61 Delta R.T. -0.002 min
Lab File: A233044.D
35 117 Acqg: 18 May 2017 12:07 am
gl e L O R e
B VLS PR AR i YL AR5 I G 8 B IR TR B R R T 3
mz-> 30 40 50 60 70 80 90 100 110 120 130 TIgt Ion: 97 Resp: a0
Abundance Scan 1249 (10.321 min): A233044.D\data.ms Ion Ratio Lower Upper
97 97 100
99 68.5 32.6 92.6
1 61 49,05 a4 g4
Raw 50 40 61 i
| 1 ‘ Abundance
| T
W |l i ] 20000
c"I''''I'"'I"''l""I""l""l""r""I"''I""I' 1
miz—> 30 40 50 60 70 80 90 100 110 120 130 |
Abundance Scan 1249 (10.321 min): A233044.D\data.ms (-1160) (-) 15000
7 |
10000{ |
Sub 50 61 \
5000{ |
\ 10.321
37 44 117 i \\WL A
0'\' BRI [ ALl N I Rl R 1, 1L Rl Wt L0l T L I BRI PR L 27 RS ST M T |
m/z-—-> 30 40 50 60 70 80 90 100 110 120 130 Time-> 10.25 10.30 10.35
A233044.D MAB806.m Thu May 18 12:06:26 2017 Page 3
ACCUTEST
A233044.D: JC43355-8 HSSER-RAMWO02-051017 page 3 of 4 JC43355




Sample Results: LVYERIEZEY

Abundance Scan 1475 (11.505 min): A232720.D\data.ms (-1465) (-) #62

trichloroethene

Concen: 0.39 ug/L

RT: 11.498 min Scan# 1474
Ref 50 Delta R.T. -0.007 min

Lab File:  A233044.D

Acqg: 18 May 2017 12:07 am

o.
miz—> 30 40 50 60 70 80 90 100 110 120 130 140 T9t Iom: 95 Resp: CoR
Abundance Scan 1474 (11.498 min): A233044.D\data.ms Ion Ratio Lower Upper

40 95 100

; 130~ 6936 66 :F 1126.7
\ 95 132 58.8 66.5 126.5#

Raw s5g : }

[ | Abundance

[ ] 60 600

[ |

¢l s

e 218 AL o e i i =2
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance Scan 1474 (11.498 min): A233044.D\data.ms (-1375) (-) 400 =

: 130 -

‘ . a5

Sub 50 1 200 o
60 |
H
44 \

oo ‘ ................. - O
miz--> 30 40 50 60 70 80 90 100 110 120 130 140 Time-> 11.45 11.50 11.55
Abundance Scan 1878 (13.613 min): A232720.D\data.ms (-1868) (-) #81

tetrachloroethene
Concen: 1.93 ug/L
58 RT: 13.616 min Scan# 1879
Ref 50 Delta R.T. 0.003 min
76 166 Lab File: A233044.D
‘ ‘ 100 129 Acqg: 18 May 2017 12:07 am

PP W .- |
miz--> 40 60 80 100 120 140 160 Tgt Ion:166 Resp: 4205
Abundance Scan 1879 (13.616 min): A233044.D\data.ms Ion Ratio Lower Upper

166 166 100
’T 164 97 +9 iaei 1’ 108.1
131 i 129 62.7 " 4278 '102:8
Raw 50 | - 131 .4 62¢8" 40.,9.-:100.9
4[0 94 ‘ | ‘ 1 Abundance
‘ ‘ 59 82 %‘ iH <y
| | | Il

0"'{‘"'ll""Il""lT""l"“‘l""ll"" 7 2000
m/z--> 40 60 80 100 120 140 160
Abundance Scan 1879 (13.616 min): A233044.D\data.ms (-1757) (-)

166 1500
g 129 1000
Su 50
47 94 500
W e

PRt ek S b L D T L Rt R I ST it e e

m/z--> 40 60 80 100 120 140 160 Time-> 1355 1360 13.65
A233044.D MA8806.m Thu May 18 12:06:26 2017 Page 4
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Sample Results: RLVERIELES)

Quantitation Report (QT Reviewed)

Data Path C:\msdchem\1l\data\A\va8819-8820\
Data File : A233054.D

Acg On 18 May 2017 5:03 am

Operator Gabriela

Sample jec43355-9

Misc : MS16089,VA8820,5,,,,1

ALS Vial : 42 Sample Multiplier: 1

Quant Time: May 18 12:01:47 2017

Quant Method C:\MSDCHEM\1\METHODS\MA8806 .m
Quant Title SW 846
QLast Update Wed May 10 09:10:51 2017
Response via Initial Calibration

Compound

R.T. QIon Response

8260C DB624 60m x 0.25mm x 1.4um

Conc Units Dev(Min)

Internal Standards

1) Tert Butyl Alcohol-d9 7.850 65 373705 500.00 ug/L 0.00
5) pentafluorobenzene 10.214 168 177961 50.00 ug/L 0.00
52) 1,4-difluorobenzene 11.156. /114 294913 50.00 ug/L 0.00
74) chlorobenzene-d5 14.550 117 267650 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 17:1858 152 141435 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 10.230Q; 113 109289 58.22 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 116.44%
53) 1,2-dichloroethane-d4 (s) 10.674 65 130001 53.23 ug/L 0.00
Spiked Amount 50.000 Range 173 - 122 Recovery = 106.46%
75) toluene-d8 (s) 12.897 98 353303 51.83 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 103.66%
99) 4-bromofluorobenzene (s) 15.847 95 118554 49.28 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 98.56%
Target Compounds Qvalue
42) chloroform 10.031 83 1555 0.45 ug/L 65
76) toluene 12976 92 7504 1.64 ug/L 98
(#) = qualifier out of range (m) = manual integration (+) signals summed

MA8806.m Thu May 18 12:06:58 2017

A233054.D: JC43355-9 HSSER-FBLK02-051017 page 1 of 3
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Sample Results: FLYERIELRY)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\A\va8819-8820\
Data File : A233054.D

Acg On
Operator
Sample
Misc

ALS Vial

18 May 2017 5:03 am
Gabriela

jc43355-9
MS16089,VA8820,5,,,,1

42 Sample Multiplier: 1

Quant Time: May 18 12:01:47 2017

Quant Me
Quant Ti

thod : C:\MSDCHEM\1\METHODS\MA8806.m
tle : SW 846 8260C DB624 60m x 0.25mm x 1.4um

QLast Update : Wed May 10 09:10:51 2017

Response

Abundance
640000

620000
600000
580000
560000
540000
520000
500000
480000
460000
440000
420000
400000
380000
360000
340000
320000
300000
280000
260000
240000
220000
200000
180000
160000
140000
120000
100000

80000

60000

40000

20000

via : Initial Calibration

TIC: A233054.D\data.ms

-d5,1

48 (s).S

1,4-difl

th d4 (s).S

1,2-dichl

Tert Butyl Alcohol-dg,1

chloroform,M

A

(s).S

"L

0

v R o 7 ) G, o B 1 S

o
L L O L T o P A I

AT

A i -ccme s ‘
N (BRI . 4 B A 18 L o s T B

RS T T
Time-> 4.00 500 600 7.00 800 900 10.00 11.00 12.00 13.00 14.00 1500 16.00 17.00 18.00 19.00 20.00 21.00

MA8806.m Thu May 18 12:06:58 2017
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Sample Results: .VERILTHS)

Abundance Scan 1193 (10.031 min): A232720.D\data.ms (-1182) (-) #42
83

chloroform
Concen: 0.45 ug/L
RT: 10.031 min Scan# 1193
Ref 50 Delta R.T. 0.001 min
42 Lab File: A233054.D
l 72 Acqg: 18 May 2017 5:03 am
0 l|!||1§|01I“IIIIIQGII‘H?I
miz-> 30 40 50 60 70 80 90 100 110 120 Tgt-ions 63 Beap; 1355
Abundance Scan 1193 (10.031 min): A233054.D\data.ms Ion Ratio Lower Upper
| 83 83 100
[ 85 42.2 34.1 94.1
47 0.0 0.0 56.4
Raw s5g
Abundance
: 800
Pl |
(s SRS AR RARAS NSRS RAAAS RARSA RERSN SARSE BARSY LEREE
m/z--> 30 40 50 60 70 80 90 100 110 120 600
Abundance Scan 1193 (10.031 min): A233054.D\data.ms (-1107) (-)
83
{ 400
Sub
o 200
48
() RS RS IS A AR RS RARSH BARAN RAREN SRARS O PR PEEL TR s
m/z--> 30 40 -.50:" 60" 70" '80 ;8 100 110 120 Time--> 10.00 10.05
Abundance Scan 1756 (12.975 min): A232720.D\data.ms (-1746) (-) #76
1 toluene
Concen: 1.64 ug/L
RT: 12.976 min Scan# 1756
Ref 50 Delta R.T. 0.001 min
Lab File: A233054.D
39 51 65 Acqg: 18 May 2017 5:03 am
0 w""h'i'ﬁt"'lﬂj' |]{'|'§§L|*"r"'w
miz--> 30 40 50 60 70 80 90 100 Tgt Ion: 92 Resp: 7504
Abundance Scan 1756 (12.976 min): A233054.D\data.ms Ion Ratio Lower Upper
91 92 100
91 169.5 - 147.4 . 1874
65 23:0 02 40.2
Raw 50
Abundance
44 65 A
o 4 e | L4 |, 98 6000 [
0Lt e e e [
m/z--> 30 40 50 60 70 80 90 100
Abundance Scan 1756 (12.976 min): A233054.D\data.ms (-1660) (-)
91 4000
Sub 5 2000
% 45 81 il 98 ol N\
0'I""I""l**"fl‘"'I""I""I""I""l
m/z--> 30 40 50 60 70 80 90 100 Time--> 1290 1295 13.00

A233054.D MA8806.m

A233054.D: JC43355-9 HSSER-FBLK02-051017 page 3 of 3
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Sample Results: ER.VERIELRY

Quantitation Report

Data Path C:\msdchem\1l\data\A\vag8819-8820\
Data File A233055.D

Acg On 18 May 2017 b 3BTam

Operator Gabriela

Sample J243355~10

Misc MS16089,VA8820,5,,,,1

ALS Vial 43 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

May 18 12:02:11 2017
C:\MSDCHEM\1\METHODS\MA8806 .m
SW 846 8260C DB624 60m x 0.25mm x 1.4um
Wed May 10 09:10:51 2017
Initial Calibration

(QT Reviewed)

Compound R.T. QIon Response Conc Units Dev (Min)
Internal Standards
1) Tert Butyl Alcohol-d9 7.842 65 368900 500.00 ug/L 0.00
5) pentafluorobenzene 10.232% 168 180802 50.00 ug/L 0.00
52) 1,4-difluorobenzene . A8 114 297877 50.00 ug/L 0.00
74) chlorobenzene-d5 14.552 - 117 270967 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 17156 152 142397 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 193232, 113 108028 56.64 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 313.28%
53) 1,2-dichloroethane-d4 (s) 10.676 65 131029 53.11 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery =’ 106.22%
75) toluene-d8 (s) 12.899 98 350788 50.84 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery =" 101.68%
99) 4-bromofluorobenzene (s) 15.844 95 115587 47 .72. ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 95.44%
Target Compounds Qvalue
31) 1,1-dichloroethane 8.893 63 2533 0.65 ug/L 85
47) 1,1,1-trichloroethane 10.315 97 5% 35 1.50 ug/L 92
62) trichloroethene 11508 95 1535 0.79 ug/L 79
81) tetrachloroethene 13.616 166 13986 6.76 ug/L 94
(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Sample Results: RLVEEIELRS)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1l\data\A\vag8819-8820\
Data File : A233055.D

Acg On : 18 May 2017 5:33 am
Operator : Gabriela

Sample : jc43355-10

Misc : MS16089,VA8820,5, :, ,1

ALS Vial : 43 Sample Multiplier: 1

Quant Time: May 18 12:02:11 2017

Quant Method : C:\MSDCHEM\1\METHODS\MA8806.m

Quant Title : SW 846 8260C DB624 60m x 0.25mm x 1.4um

QLast Update : Wed May 10 09:10:51 2017

Response via : Initial Calibration

Abundance TIC: A233055.D\data.ms
620000
600000

580000

~
e
e
)

560000

540000

d4.|

520000

chlorobenzene-d5,|

A8 la} S

totuene-d8-{s);

500000
480000
460000
440000
420000
400000

‘ 380000

360000

4-bromofiuorobenzene (s),S

1.4-diflucrobenzene,|

340000 .

320000

300000

280000

44 (s),S

260000

240000

220000

ALk

200000

180000

160000

Tert Butyl Alcohol-d9,!

140000
120000
100000
80000
60000

40000

‘ 20000
] St .. =, SR e T

T T T T T T (L R
Time--> 4.00 5.00 6.00 7.00 800 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00

1,1-dichloroethane,M

trichloroethene,M

A

T I T T T T [T T T T T Tora t
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Sample Results: EVERIIHD)

Abundance Scan 975 (8.890 min): A232720.D\data.ms (-963) (-) #31
3 1,1-dichloroethane
- Concen: 0.65 ug/L
RT: 8.893 min Scan# 976
Ref 50 Delta R.T. 0.002 min
Lab File: A233055.D
87 Acqg: 18 May 2017 5:33am
R Pl S S S
m/z--> 40 60 80 100 120 140 160 180 200 Tgt Ion: 63 Resp: 2533
Abundance Scan 976 (8.893 min): A233055.D\data.ms Ion Ratio Lower Upper
63 63 100
65 36.3 g 6157
83 0.0 0.0 42.3
Raw 5g
1 Abundance
| 75 207
i ; 1000
O T L e e
m/z--> 40 60 80 100 120 140 160 180 200
Abundance Scan 976 (8.893 min): A233055.D\data.ms (-880) (-)
63 >
| e
g 500 TS
N
BUD. 5o :
75 /\
" RS A T 1 SRR T, Ohan
m/z--> 40 60 80 100 120 140 160 180 200 Time--> 8.85 8.95
Abundance  Scan 1249 (10.323 min): A232720.D\data.ms (-1237) (-) #47
7 1,1,1-trichloroethane
Concen: 1.50 ug/L
RT: 10.315 min Scan# 1248
Ref 50 61 Delta R.T. -0.008 min
Lab File: A233055.D
35 117 Acqg: 18 May 2017 5.:338~am
Sl S B e | R
miz--> 30 40 50 60 70 80 90 100 110 120 130 I9t Ion: 97 Resp: 5735
Abundance Scan 1248 (10.315 min): A233055.D\data.ms Ion Ratio Lower Upper
97 97100
99 567 3236 926
61 39.4 14.2 74 .2
Raw gg
i % 61 Abundance
|
37| i ks
c..,..ﬂ,;,‘,,].,.,il.,.,,...,,..,l,,..,J.,,.,U.,',[ B s 20000
m/z--> 30 40 50 60 70 80 90 100 110 120 130 |
Abundance Scan 1248 (10.315 min): A233055.D\data.ms (-1161) (-) 15000 \
97 \
1
10000 \
|
SUP 5 61 1 \
| 5000{ |
i 117 \ 10.315
37 44 % oo S
e L - = s

R 5 ) AR
m/z--> 30 40 50 60 70 80 90 100 110 120 130 Time--> 10.25 10.30 10.35
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Sample Results: RVEEIELRY

Abundance Scan 1475 (11.505 min): A232720.D\data.ms (-1465) (-) #62
95 132 trichloroethene
Concen: 0.79 ug/L
RT: 11.508 min Scan# 1476
Ref 50 Delta R.T. 0.002 min
Lab File: A233055.D
35 47 65 73 82 Acg: 18 May 2017 5:33 am
0l ..l.'.]v'y‘.|¥']v!!y‘“'!'..lv]u. !"J"|'H'I]""I""l"" 11 P
miz—> 30 40 50 60 70 80 90 100 110 120 130 140 ~TI9t Ion: 95 Resp: 1835
Abundance Scan 1476 (11.508 min): A233055.D\data.ms Ion Ratio Lower Upper
’ a5 95 100
| | 132 130 75.8 66.7 126.7
[ | 132 76.6 66.5 126.5
Raw 5p | 60 H
| || Abundance
| |
1 I
G"I""i""I""'l“"l""Y""I""I""I""l""l"""l"
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance Scan 1476 (11.508 min): A233055.D\data.ms (-1375) (-) 600
95
132
400
Sub 50 60 |
200
35 ‘
|44
Ot T 0],...].."1.,
miz--> 30 40 50 60 70 80 90 100 110 120 130 140 Time-> 11.45  11.50  11.55
Abundance Scan 1878 (13.613 min): A232720.D\data.ms (-1868) (-) #81
tetrachloroethene
Concen: 6.76 ug/L
58 RT: 13.616 min Scan# 1879
Ref 50 Delta R.T. 0.002 min
76 166 Lab File: A233055.D
} i i6a 129 I Acg: 18 May 2017 5:33 am
oL sublhss, "III il 86 1L 112 S Il :
miz—-> 40 60 80 100 120 140 160 Tgt Ion:166 Resp: 13986
Abundance Scan 1879 (13.616 min): A233055.D\data.ms Ion Ratio Lower Upper
166 166 100
129 1 164 86.8 48.1 108.1
I 529! %2 T, Il SADS VAR08
Raw 50 B i I 131  67.9 40.9 100.9
47 1l Abundance
35 |
et e an
oLl Hi '----1*5'-]-H-wwvwww e 6000
miz-—-> 40:. .-60":" 280: . 100120 1 7140/ 7160
Abundance Scan 1879 (13.616 min): A233055.D\data.ms (-1757) (-)
166
129 4000
Sub |
50 1
&7 o4 1 2000
35
| 59 82
c"'I"j“'ll""l"";l""l T LR o'l""i“"l"""l
miz--> 40 60 80 100 120 140 160 Time-> 13.55 13.60 13.65
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Sample Results: JLVEAR{LTNb]

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\A\vag8819-8820\
Data File : A233056.D

Acg On : 18 May 2017 6:03 am
Operator : Gabriela

Sample : jc43355-11

Misc : MS16089,VA8820,5,,,,1

ALS Vial : 44 Sample Multiplier: 1

Quant Time: May 18 12:02:41 2017

Quant Method : C:\MSDCHEM\1\METHODS\MA8806.m

Quant Title : SW 846 8260C DB624 60m x 0.25mm x 1.4um
QLast Update : Wed May 10 09:10:51 2017

Response via : Initial Calibration

Compound R.T. QIon Response Conc Units Dev(Min)

Internal Standards

1) Tert Butyl Alcohol-do 7.836 65 353135 500.00 ug/L 0.00
5) pentafluorobenzene 10.215. 168 180843 50.00 ug/L 0.00
52) 1,4-difluorobenzene 11:152 114 297657 50.00 ug/L .0.00
74) chlorobenzene-d5 140581 117 271966 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 17156, 2152 144072 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 10::236 113 111099 58.24 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 116.48%
53) 1,2-dichloroethane-d4 (s) 10.676 65 130529 52.95 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 105.90%
75) toluene-d8 (s) 12.898 98 355550 51.34 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = -102.68%
99) 4-bromofluorobenzene (s) 15.848 95 117419 47.92 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 95.84%
Target Compounds Qvalue
31) 1,1-dichloroethane 8.892 63 2670 0.69 ug/L 86
37) cis-1,2-dichloroethene 9.651 96 529 0.24 ug/L # 50
47) 1,1,1-trichloroethane 10.320 97 1531 0.40 ug/L 60
62) trichloroethene 117%502 95 1110 0.57 ug/L # 70
81) tetrachloroethene 13.610 166 820 0.39 ug/L # 73
96) isopropylbenzene 15.634. 105 2023 0.23 ug/L 96
104) n-propylbenzene 16.094 91 3600 0.35 ug/L 76
107) 1,3,5-trimethylbenzene 16.261 105 5724 0.75 ug/L 84
109) 1,2,4-trimethylbenzene 16.701 105 15268 2.06 ug/L 96
(#) = qualifier out of range (m) = manual integration (+) = signals summed
MA8806.m Thu May 18 12:07:04 2017 Page: .1
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Sample Results: EVERILIRY

Quantitation Report

Data Path C:\msdchem\1l\data\A\va8819-8820\
Data File : A233056.D

Acg On 18 May 2017 6:03 am

Operator Gabriela

Sample jc43355-11

Misc MS16089,VA8820,5,,,,1

ALS Vial 44 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

May 18 12:02:41 2017
C:\MSDCHEM\1\METHODS\MA8806 .m
SW 846 8260C DB624 60m x 0.25mm X
Wed May 10 09:10:51 2017
Initial Calibration
Abundance

640000
620000
600000
580000
560000

540000

totene-d8-(s),S

520000

500000

480000

460000

440000

420000

400000

1,4-difluorobenzene, |

380000
360000
340000
320000
300000
280000

260000

e-d4 (s),S

240000

220000
200000
180000

160000

Tert Butyl Alcohol-d9,|

140000

120000

100000
80000
60000

40000

‘ 20000
j )

1,1-dichloroethane,M
cis-1,2-dichloroethene,M

trichloroethene,M

L

(QT Reviewed)

1.4um

TIC: A233056.D\data.ms

tetrachloroethene, M

ds.|

(s).S

M
nzene,M

N

!
1,2,4-trimethylbenzene, M

PSR

{ isopropylbenzene

A
e (L5 7 LR TR R B e T A N 7 e A

T T
400 500 600 700 800 9.00 10.00 11.00 12.00 13.

T

Time-->
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Sample Results: FRLVERIETRS

Abundance Scan 975 (8.890 min): A232720.D\data.ms (-963) (-) #31
1,1-dichloroethane
Concen: 0.69 ug/L
63 RT: 8.892 min Scan# 976
Ref 50 Delta R.T. 0.002 min
Lab File: A233056.D
87 Acg: 18 May 2017 6:03 am
ol ST lld 40 67, |1 88 78 vyl 88
miz—-> 30 40 50 60 70 80 90 100 Tgt Ion: 63 Resp: 2670
Abundance Scan 976 (8.892 min): A233056.D\data.ms Ion Ratio Lower Upper
63 63 100
65 - 2747 19T 60 T
40 83 0.0 04055423
Raw 50
Abundance
|
0 '1""1""1"'*["1"|""|""1""|""| 1000
miz--> 30 40 50 60 70 80 90 100
Abundance Scan 976 (8.892 min); A233056.D\data.ms (-880) (-)
63
500
Sub 50
0 / i ‘K\\
G'Y""I""I""I'1"'1""1"‘'l""l""l RIS SRS R TS Y
miz--> 30 40 50 60 70 80 90 100 Time--> 885 890 895
Abundance  Scan 1121 (9.654 min): A232720.D\data.ms (-1110) (-) #37
43 1 cis-1,2-dichloroethene
Concen: 0.24 ug/L
96 RT: 9.651 min Scan# 1121
Ref 50 Delta R.T. -0.003 min
77 Lab File: A233056.D
35 Acqg: 18 May 2017 6:03 am
c--.~"=‘.I44r'3'?~5§-!!‘---7!0=‘--l-'. o s
miz--> 30 40 50 60 70 80 90 100 Tgt Ion: 96 Resp: 529
Abundance Scan 1121 (9.651 min): A233056.D\data.ms 132 ?gglo Lower Upper
40

i 615 69T AR T 7 oy
; oS sy Lm0 i

Raw 5p |
| [ 61 916 Abundance
1l )
Ll ; ‘
. | il 400
L L AL SR U S SR U I |
m/z—-> 30 40 50 60 70 80 90 100
Abundance  Scan 1121 (9.651 min): A233056.D\data.ms (-1026) (-) 300
43 9%
§1 i 200
Sub 50 ‘ ;
[ | 100
; l
2 l i 0
R R S R R BT R R R LT 7 Tt
m/z--> 30 40 50 60 70 80 90 100 Time--> 9.60 9.70
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Sample Results: EREYERIER

Abundance Scan 1249 (10.323 min): A232720.D\data.ms (-1237) (-) #47
1,1,1-trichloroethane

Concen: 0.40 ug/L
RT: 10.320 min Scan# 1249
Ref 50 61 Delta R.T. -0.003 min
Lab File: A233056.D
117 Acqg: 18 May 2017 6:03 am
* At e 00 O ool | I (O
miz—-> 30 40 50 60 70 80 90 100 110 120 130 Tgt Ion: 97 Resp: 1531
Abundance Scan 1249 (10.320 min): A233056.D\data.ms g{; 1;3810 Lower Upper
! 99 92.0 32.6 92.6
| 97 61 72.4 14.2 74.2
Raw 5g { 61
[ | Abundance
t E 5000
||| 1] | x
0% v .,..]vl.. REmms IRERES REEDS 40001
m/z--> 30 40 50 60 70 80 90 100 110 120 130 \
Abundance Scan 1249 (10.320 min): A233056.D\data.ms (-1161) {-)
o7 3000 | <
61 b X .
44 ‘ 000] | %
Sub 50 3 \ w
36 * 1000 10.320
YN\
Obsrrr e e T

17 " T T T T
m/z--> 30 40 50 60 70 80 90 100 110 120 130 Time--> 10.25 10.30 1035

Abundance Scan 1475 (11.505 min): A232720.D\data.ms (-1465) (-) #62

95 132 trichloroethene

Concen: 0.57 ug/L

RT: 11.502 min Scan# 1475
Delta R.T. -0.003 min

Lab File: A233056.D

Acqg: 18 May 2017 6:03 am

Ref 50

0.
miz-> 30 40 50 60 70 80 90 100 110 120 130 140 Tgt Ion: 95 Resp: 1110
Abundance Scan 1475 (11.502 min): A233056.D\data.ms Ion Ratio Lower Upper
130 70.7 66.7 126.7

132 62.9 66 . 5126554

‘ Raw s5p

4r4 o5 95 100
‘ |

|

|

Abundance
0 i | 600
m/z—-> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance Scan 1475 (11.502 min): A233056.D\data.ms (-1375) (-)
95 400
130
Sub !
50 60 | 3 200
44
Ol it Bt L vl (Ll Dpee ol = — v

—
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 Time--> 11.45 1150 11.55
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